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(57) ABSTRACT 

A windscreen is configured for measuring outdoor infrasonic 
sound. The windscreen includes a container and a micro- 
phone. The container defines a chamber. The microphone is 
disposed in the chamber and can be operatively supported by 
the floor. The microphone is configured for detecting infra- 
sonic sound. The container is advantageously formed from 
material that exhibits an acoustic impedance of between 0 and 
approximately 3150 times the acoustic impedance of air. A 
reflector plate may be disposed in the container. The reflector 
plate operatively can support the microphone and provides a 
doubling effect of infrasonic pressure at the microphone. 

21 Claims, 4 Drawing Sheets 
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SUB-SURFACE WINDSCREEN FOR 

OUTDOOR MEASUREMENT OF 
INFRASOUND 

CROSS-REFERENCE TO RELATED 5 

APPLICATIONS 

This application claims the benefit of U.S. Provisional 
Application No. 61/255,304, filed Oct. 27, 2009, and which is 
hereby incorporated by reference in its entirety. 1 

ORIGIN OF THE INVENTION 

This invention was made in part by an employee of the 
United States Government and may be manufactured and 15 
used by or for the Govennnent of the United States of 
America for governmental purposes without the payment of 
any royalties thereon or therefor. 

TECHNICAL FIELD 20 

The present invention relates to a windscreen for measure- 
ment of infrasound. 

BACKGROUND OF THE INVENTION 25 

Above ground, infrasound activity is measured. Infrasound 
is defined as sound at frequencies below 20 Hz. However, in 
order to determine the infrasound levels, wind noise typically 
needs to be filtered out. Instruments which filter out the wind 30 
noise typically use a microphone that is connected to a long 
“soaker hose.” The infrasound levels are determined after 
averaging out the wind noise with the soaker hose. However, 
the soaker hose is deemed ineffective with wind speeds above 
2.5 meters per second. 35 

SUMMARY OF THE INVENTION 

A windscreen is configured for measuring infrasonic 
sound. The windscreen includes a container, a microphone, 40 
and a reflection plate. The container defines a chamber. The 
microphone is disposed in the chamber and is configured for 
detecting infrasonic sound. The reflection plate is disposed in 
the container and operatively supports the microphone. The 
container is formed from material that exhibits a specific 45 
acoustic impedance of between 0 and approximately 3150 
times the specific acoustic impedance of air. 

A windscreen is configured for measuring infrasonic 
sound. The windscreen includes a container and a micro- 
phone. The container defines a chamber. The microphone is 50 
disposed in the chamber and is configured for detecting infra- 
sonic soimd. The container is formed from material that 
exhibits a specific acoustic impedance of between 0 and 
approximately 3150 times the specific acoustic impedance of 
air. The container is disposed in the Earth’s ground surface 55 
such that a top of the container is generally flush with the 
surface of the ground. 

An array is configured for determining the direction of 
infrasonic sound. The array includes a plurality of wind- 
screens. The windscreens are configured for measuring infra- 60 
sonic sound. Each windscreen includes a container and a 
microphone. The container defines a chamber. The micro- 
phone is disposed in the chamber and is configured for detect- 
ing infrasonic sound. The container is formed from material 
that exhibits a specific acoustic impedance of between 0 and 65 
3150 times the specific acoustic impedance of air. Each of the 
windscreens is disposed in spaced relationship to one another. 
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The above features and advantages and other features and 
advantages of the present invention are readily apparent from 
the following detailed description of the best modes for car- 
rying out the invention when taken in connection with the 
accompanying drawings. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 is a schematic cross-sectional side view of a wind- 
screen having a reflection plate supporting a microphone; 

FIG. 2 is a schematic cross-sectional plan view of a wind- 
screen of FIG. 1 having four walls; 

FIG. 3 is a schematic cross-sectional side view of a cylin- 
drical windscreen; 

FIG. 4 is a schematic cross-sectional plan view of the 
cylindrical windscreen of FIG. 3; 

FIG. 5 is a schematic cross-sectional side view of another 
embodiment of a windscreen having a floor, a vibration 
damping layer, and the reflection plate; 

FIG. 6 is a schematic illustration of an array of three wind- 
screens disposed in spaced relationship to one another; and 

FIG. 7 is a graphical illustration of a transfer function 
representing a ratio of acoustic pressure at a sensing element 
to an incident acoustic pressure on a lid of the windscreen. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

Referring to the drawings, wherein like reference numbers 
correspond to like or similar components throughout the sev- 
eral figures, FIG. 1 shows a windscreen 10 configured for 
measuring infrasonic soimd in the form of infrasonic pres- 
sure. The windscreen 10 includes a container 12 and a micro- 
phone 14. The container 12 defines a chamber 16. The micro- 
phone 14 is disposed in the chamber 16 and is configured for 
detecting infrasonic sound. The container 12 may be opera- 
tively disposed in the Earth’s ground surface 18 such that a 
top 20 of the container 12 is generally flush with the surface 
22 of the ground. Positioning the top 20 of the container 12 
flush with the surface 22 of the ground takes advantage of the 
fact that the horizontal wind speed approaches zero near the 
Earth’s ground surface 18. This means that sound associated 
with the wind is effectively eliminated at the Earth’s ground 
surface 18. 

Referring to the embodiments shown in FIGS. 1-4, the 
container 12 includes a box 24 and a lid 26 configured to be 
removably disposed on the box 24. The lid 26 is tightly fitted 
to the box 24 to seal therebetween. The container 12 is formed 
from a material that is generally impervious to moisture. The 
box 24 and the lid 26 are formed from the same type of 
material in orderto ensure that the lid 26 remains tightly fitted 
to the box 24 as the material expands and/or contracts when 
exposed to varying temperatures. The container 12 is advan- 
tageously formed from material that exhibits an acoustic 
impedance of between 0 and 3 150 times the specific acoustic 
impedance of air. Specific acoustic impedance may be 
defined as the ratio of acoustic pressure to acoustic particle 
velocity. The material may be foam, such as closed-cell poly- 
urethane foam. The closed-cell polyurethane foam may be an 
“eight-pounder,” as known to those skilled in the art. The 
closed-cell polyurethane foam provides a specific acoustic 
impedance of approximately 222 times the specific acoustic 
impedance of air. The closed-cell polyurethane foam pro- 
vides a container 12 that is impervious to moisture penetra- 
tion. Additionally, the closed-cell structure of the foam blocks 
convective pressure fluctuations caused by atmospheric tur- 
bulence. This means that the windscreen 10 passes infrasonic 
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waves with nearly 100% transmission coefficient over the 
entire infrasonic frequency range (i.e., 0 to 20 Hertz). Alter- 
natively, the material may be wood, such as balsa or cedar. 
Balsa provides a specific acoustic impedance of approxi- 
mately 323 times that of the specific acoustic impedance of 5 
air. Cedar provides a specific acoustic impedance of approxi- 
mately 3150 times the specific acoustic impedance of air. As 
yet another alternative, the material may be a fibrous ceramic 
material, such as space shuttle tile material. The space shuttle 
tile material provides a specific acoustic impedance of to 
approximately 332 times that of the specific acoustic imped- 
ance of air. Additionally, the wall 30, the floor 28, and/or the 
lid 26 may have a thickness 34 of approximately 0.5 inches to 
ensure sufficient structural stability of the windscreen 10. 
Other materials may also be used, so long as they also have 15 
low specific acoustic impedance and are moisture impervi- 
ous. 

Referring to FIG. 1, the box has at least one wall 30. The 
container 12 includes a reflection plate 36 that operatively 
supports the microphone 14. More specifically, as shown, the 20 
reflection plate 3 6 is a floor 28 and the box 24 includes at least 
one wall 30. Referring to FIG. 2, the wall 30 extends in 
generally perpendicular relationship to the reflection plate 36 
to support the microphone 14. Referring specifically to FIGS. 

1 and 2, the box 24 includes four walls 30 that extend in 25 
perpendicular relationship to the reflection plate 36 to define 
the chamber 16. 

Alternatively, referring to the embodiment in FIGS. 3 and 
4, windscreen 110 has a box 124 that includes a single, con- 
tinuous cylindrical wall 130 that forms a tube 132. The wall 30 
30 extends from a floor 128 to define the chamber 116. There- 
fore, the wall(s) 130 and the floor 128 cooperate to define the 
chamber 116 that houses the microphone 14. The lid 126 is 
configured to be removably disposed on the wall(s) 130 to 
enclose the microphone 14 in the box 124. It should be appre- 35 
ciated that containers 12, 112haveadifferentnumberofwalls 
30, 130 and/or different shapes may also be used. 

The reflection plate 36 is formed from a material having 
high acoustic impedance, such as steel. In the embodiment 
shown in FIGS. 1, 2, and 5, the reflection plate 36 is generally 40 
planar and supports the microphone 14. During operation, 
infrasonic sound waves propagating through ambient air 11 
are incident upon the lid 26, as illustrated in FIGS. 1 and 5. 
The incident waves 38 pass through the lid 26 and are 
reflected by the reflection plate 36. The reflected waves 40 45 
pass back through the lid 26 into the ambient air 11. The 
incident waves 38 and the reflected waves 40 reinforce each 
other at the microphone 14 to provide a doubling effect of the 
infrasonic pressure at the microphone 14. Accordingly, the 
reflection plate 36 provides a 6 dB gain to the windscreen 10. 50 
Incident waves 38 having frequencies beyond the infrasonic 
region, however, are highly attenuated. 

Referring again to the embodiment shown in FIG. 5, the 
windscreen 210 also includes a vibration damping layer 242 
disposed between a floor 228 of the box 24 and the reflection 55 
plate 36. In this embodiment, the reflection plate 36 is sup- 
ported by the vibration damping layer 242 that is, in turn, 
supported by the floor 228 of the box 24. The vibration 
damper layer is configured to prevent seismic signals from 
reaching the microphone 14. A typical vibration damping 60 
layer 242 is formed from polystyrene foam. 

Referring again to FIGS. 1, 3, and 5, the microphone 14 
includes a sensing element 44 that extends from a post 46. The 
sensing element 44 may be a stretched membrane or plate. 
However, other sensing elements 44, known to those skilled 65 
in the art, may also be used. The post 46 is supported by the 
reflection plate 36. Additionally, the post 46 may be secured 
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to the reflection plate 36, as illustrated in FIGS. 1 and 5, or to 
the floor, as illustrated in FIG. 3, in order to prevent the 
microphone 14 from moving relative to the reflection plate 
36. The microphone 14 may include a low-frequency adapter. 
As shown, the container 12 defines an access hole 48 and a 
cable 50 operatively extends from the microphone 14, 
through the access hole 48. A seal 52 is formed between the 
cable 50 and the access hole 48 such that propagations in air 
are prevented from entering the chamber 16 through the 
access hole 48. The cable 50 extends to a supporting electron- 
ics and data acquisition system exterior to the windscreen 10, 
designated as 54 in FIGS. 1 and 5. The supporting electronics 
can include a power supply to the microphone 14. 

Referring generally to FIGS. 1 and 2, the box 24 may have 
an interior cross section having a length 56 and width 58 
measuring approximately 12 inches long by 12 inches wide 
and having a cavity depth 60 of approximately 14 inches. 
Other dimensions may be suitable, as long as the sensing 
element 44 of the microphone 14 is situated approximately at 
the center of the cavity of the container 12. Referring to FIG. 
7, a typical transfer function T, defined as the ratio of acoustic 
pressure at the sensing element 44 of the microphone 1 4 to the 
incident acoustic pressure on the lid 26 of the container 12, 
provides the pass band to extend well into the audio frequency 
region with a 6 dB gain, designated as G, with a peak, desig- 
nated as P, in the response at approximately 100 Hz that 
plummets rapidly at higher frequencies. This peak P may be 
filtered out electronically, if desired. 

Referring again to FIGS. 1 and 5, the container 12 may be 
surrounded by drainage rocks 62, or other drainage material, 
when disposed inside the ground surface. Additionally, a 
drainage pipe 64 may be disposed within the ground surface 
such that water flowing down, around the container 12, and 
through the drainage material is directed away. 

Alternatively, referring to FIGS. 3 and 4, the windscreen 
110 includes a container 112 that may be placed above the 
Earth’s ground surface. In this embodiment, the container 
112 can be tubular in shape. During operation, incoming 
transmitted infrasonic soundwaves 138 propagating through 
ambient air 11 pass horizontally through the wall 130 of the 
box 124. Outgoing waves 140 pass horizontally back through 
the wall 130 into the ambient air 11. 

Referring to FIG. 6, an array 300 may be provided in order 
to determine direction of a source of the infrasonic sound 
signals. The array includes a plurality of windscreens 10a, 
10 b, 10c. The windscreens 10a, 10/>, 10c are each configured 
for measuring infrasonic sound. Each of the windscreens 10a, 
10/>, 10c is disposed in spaced relationship to one another and 
is operatively interconnected by a control station 66. In one 
embodiment, there are at least three windscreens 10. How- 
ever, more or fewer windscreens 10a, 10 b, 10c may also be 
used. In one embodiment, three windscreens 10a, 10 b, 10c 
are equally spaced a distance 68 of approximately 100 feet 
apart to form an equilateral triangle. The infrasonic pressure 
measured at each of the windscreen 10a, 10/), 10c can be used 
to determine a direction of the source of the infrasonic sound. 
Time delays between infrasonic sound signals received at 
each microphone 14 within each of the respective wind- 
screens 10a, 10/), 10c permit the determination of the bearing 
and the elevation of the source of the infrasonic sound signals . 

While the best modes for carrying out the invention have 
been described in detail, those familiar with the art to which 
this invention relates will recognize various alternative 
designs and embodiments for practicing the invention within 
the scope of the appended claims. 
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What is claimed as new and desired to be secured by 
Letters Patent of the United States is: 

1. A windscreen configured for measuring infrasonic 
sound, the windscreen comprising: 

a container defining a chamber comprising: 
at least one vertical extending wall; and 
a horizontal floor configured to operatively support a 
microphone that is disposed in the chamber and con- 
figured to detect infrasonic sound; 

wherein the floor comprises a reflection plate configured to 
receive waves travelling downward in a direction per- 
pendicular to the reflection plate and to reflect the waves 
as reflected waves that travel perpendicular to the reflec- 
tion plate in an upward direction, such that the waves and 
reflection waves reinforce each other at the microphone 
to provide a doubling effect of infrasonic pressure at the 
microphone; and 

wherein the container is formed from material exhibiting 
an acoustic impedance of between 0 and approximately 
3150 times the acoustic impedance of air. 

2. A windscreen, as set forth in claim 1, wherein the reflec- 
tion plate is formed from steel. 

3. A windscreen, as set forth in claim 1, wherein the con- 
tainer further includes: 

a lid configured to be removably disposed on the at least 
one wall; 

wherein the lid covers the chamber and forms a seal 
between the at least one wall and the lid when the lid is 
disposed on the at least one wall. 

4. A windscreen, as set forth in claim 3, wherein the at least 
one wall is four walls. 

5. A windscreen, as set forth in claim 3, wherein the at least 
one wall is cylindrical such that the wall forms a tube. 

6. A windscreen, as set forth in claim 3, wherein the at least 
one wall and the lid have a thickness of up to approximately 
0.5 inches. 

7. A windscreen, as set forth in claim 3, wherein the box 
further includes: 

a floor extending in perpendicular relation to the floor at 
least one wall; and 

a vibration damping layer disposed between the floor and 
the reflector plate; 

wherein the vibration damping layer is configured to pre- 
vent seismic signals from reaching the microphone. 

8. A windscreen, as set forth in claim 7, wherein the vibra- 
tion damping layer is formed from polystyrene foam. 

9. A windscreen, as set forth in claim 3, wherein the reflec- 
tion plate is positioned to be parallel with respect to the lid and 
perpendicular with respect to the at least one wall. 

10. A windscreen, as set forth in claim 1, wherein the 
material is impervious to moisture. 

11. A windscreen, as set forth in claim 1, wherein the 
container is disposed in the Earth’s ground surface such that 
a top of the container is generally flush with the surface of the 
ground. 

12. An array configured for determining a direction of 
infrasonic sound, the array comprising: 

a plurality of windscreens configured for measuring infra- 
sonic sound, each windscreen including; 

a container defining a chamber, 

a reflection plate disposed in the container and configured 
to receive waves and in response provide reflection 
waves; 

a microphone disposed in the chamber and configured to 
detecting infrasonic sound, wherein the placement of the 
microphone with respect to the reflection plate is con- 
figured to cause the waves and reflection waves to rein- 
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force each other at the microphone to provide a doubling 
effect of infrasonic pressure at the microphone, and; 
wherein the container is formed from material exhibiting 
an acoustic impedance of between 0 and approximately 
5 3150 times the acoustic impedance of air; 

wherein the plurality of windscreens are disposed in 
spaced relationship to one another. 

13. An array, as set forth in claim 12, wherein the container 
comprises: 

111 at least one wall; and 

a lid configured to be removably disposed on the at least 
one wall, wherein the lid covers the chamber and forms 
a seal between the at least one wall and the lid when the 
15 lid is disposed on the at least one wall. 

14. An array, as set forth in claim 13, wherein the reflection 
plate is positioned to be parallel with respect to the lid and 
perpendicular with respect to the at least one wall. 

15. A windscreen configured for measuring infrasonic 
20 sound, the windscreen comprising: 

a container defining a chamber; and 
a microphone disposed in the chamber and configured for 
detecting infrasonic sound; 

wherein the container is formed from material exhibiting 
25 an acoustic impedance of between 0 and approximately 
3150 times the acoustic impedance of air; 
wherein the container is disposed in the Earth’s ground 
surface such that a top of the container is generally flush 
with the surface of the ground. 

,(1 16. A windscreen, as set forth in claim 15, wherein the 

container includes: 

a box having reflection plate operatively supporting the 
microphone, and 

35 at least one wall extending in generally perpendicular rela- 
tionship to the reflection plate to surround the micro- 
phone, 

wherein the at least one wall and the reflection plate coop- 
erate to define the chamber, and a lid configured to be 
40 removably disposed on the at least one wall; 

wherein the lid covers the chamber and forms a seal 
between the at least one wall and the lid when the lid is 
disposed on the at least one wall. 

17. An array configured for determining a direction of 
45 infrasonic sound, the array comprising: 

a plurality of windscreens configured for measuring infra- 
sonic sound, each windscreen including; 
a container defining a chamber, and 
a microphone disposed in the chamber and configured for 
50 detecting infrasonic sound, wherein the container is 
formed from material exhibiting an acoustic impedance 
of between 0 and approximately 3150 times the acoustic 
impedance of air; 

wherein the container is disposed in the Earth’s ground 
55 surface such that a top of the container is generally flush 

with the surface of the ground; and 
wherein the plurality of windscreens are disposed in 
spaced relationship to one another. 

18.. An array, as set forth in claim 17, wherein the container 
60 comprises: 

at least one wall; and 

a lid configured to be removably disposed on the at least 
one wall, wherein the lid covers the chamber and forms 
a seal between the at least one wall and the lid when the 
65 lid is disposed on the at least one wall. 

19. .An array, as set forth in claim 17, wherein the plurality 
of windscreens is at least three windscreens. 
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20. Ail array, as set forth in claim 12, wherein the container 
is disposed in the Earth’ s ground surface such that a top of the 
container is generally flush with the surface of the ground. 

21. An array, as set forth in claim 12, wherein the plurality 

of windscreens is at least three windscreens. 5 



